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Advances in roll-to-roll processing of graphene and carbon nanotubes have at last led to the 
continuous production of high-quality coatings and filaments, ushering in a wave of applications 
for flexible and wearable electronics, woven fabrics, and wires. These applications often require 
specific electrical properties, and hence precise control over material micro- and nanostructure. While 
such control can be achieved, in principle, by closed-loop processing methods, there are relatively 
few noncontact and nondestructive options for quantifying the electrical properties of materials 
on a moving web at the speed required in modern nanomanufacturing. Here, we demonstrate a 
noncontact microwave method for measuring the dielectric constant and conductivity (or geometry 
for samples of known dielectric properties) of materials in a millisecond. Such measurement times 
are compatible with current and future industrial needs, enabling real-time materials characterization 
and in-line control of processing variables without disrupting production.
Scalable roll-to-roll and reel-to-reel processing techniques for graphene1 and carbon nanotubes2 may 
have a widespread impact on the consumer electronics, nanomanufacturing, and telecommunications 
industries. Recent applications of nanomaterials, including flexible3,4 and wearable5 electronics, woven 
fabrics6, and wires2, herald the eventual industrialization and adoption of nanomaterials. Although sev-
eral high-throughput structural characterization techniques exist, the nanomaterials community lacks 
a nondestructive, noncontact electrical characterization technique that does not disrupt production, 
which may prove critical for these motivating applications. Such tools would enable real-time control 
of processing variables for quality assurance and characterization, improving the yield and quality of 
next-generation nanomaterials for devices7.
In practice, real-time measurement of roll-to-roll fabricated materials during processing is challeng-
ing, because of the speed and vibration of the web8. Inspired by work on scanning evanescent microwave 
microscopy (SEMM)9–17, cavity perturbation18–21, and split-ring resonator measurement techniques22, we 
developed a permittivity analysis meter (PAM) that continuously and quantitatively monitors the com-
plex permittivity   ( = − )ir i  of a material-under-test (MUT) (Supplemental Movie, Fig. 1a). We first 
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verified our system’s performance on a control sample, creating mapping functions between the meas-
ured signals to the frequency shift (Δ f) and quality factor (Q) relative to the empty cavity. Then, we 
tested our system at speeds up to 18 cm/s (0.65 km/h) with a model conveyer belt. After measurements 
on a control sample, we demonstrated our contactless approach on conducting samples by measuring an 
industrially-relevant double-wall carbon nanotube (DWNT) coating on a polyethylene terephthalate 
(PET) substrate23. We performed all measurements at approximately 10 GHz, the TE107 cavity mode.
Results and Discussion
Development of the feedback circuit. The PAM (Fig. 1a) used a feedback circuit (Fig. 1b) to track 
the changes in the cavity resonance frequency and the Q factor of a cavity in real time. The resonant 
cavity was excited by a frequency-modulated 10 GHz signal. The modulation frequency was 100 kHz and 
had a variable modulation amplitude (approximately 1 kHz) around the excitation frequency. The first 
harmonic of the modulation frequency (100 kHz) was used to lock the center frequency of the excitation 
to the cavity’s resonance frequency, which was sensitive to the dielectric constant and volume of the 
MUT. The second harmonic of the modulation frequency (200 kHz) was used to adjust the modulation 
amplitude so that the range of the output power during a modulation cycle was constant. In this way, 
the modulation amplitude was related to the Q of the cavity, which was sensitive to the conductivity and 
volume of the MUT.
Details of the microwave components in the feedback circuit include a voltage-controlled oscillator 
that was frequency modulated by a lock-in amplifier and connected to a cross-polarized waveguide cou-
pler (Methods). The coupler, in turn, was connected to a 13.5 cm rectangular (X-band) cavity. The cavity 
contained a slot for the sample cut into the center (Fig.  1b) and a second cross-polarized waveguide 
Figure 1. A diagram of the microwave circuit and corresponding photograph of the noncontact 
conductivity and dielectric constant measurement technique for high-throughput web processing.  
(a) A photograph of the setup. (b) The setup uses a voltage-controlled oscillator (VCO) with a frequency (1F 
feedback loop, blue dashed line) and amplitude (2F feedback loop, pink dotted line) tracking. The cavity is 
outlined in orange.
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coupler that was connected to a microwave diode detector. The diode detector was terminated with a 
1 MΩ resistor. Larger terminating resistors improved dynamic range, but also increased the rise time of 
the diode, in effect trading signal-to-noise for measurement speed. The voltage across the terminating 
resistor was taken as a measure of the power transmitted through the resonant cavity, and was used as 
the input for two feedback loops. We then measured two output voltages, V1F and V2F, from the feedback 
loops at 1 ms intervals. In our case, V1F was related to the excitation frequency of the cavity and V2F was 
related to the modulation amplitude.
Calibration to reference material. We then obtained mapping functions relating V1F and V2F to Δ f 
and Q, respectively (Fig. 2). The choice of sample for this procedure is somewhat arbitrary (Methods), 
provided that it produces significant changes in Δ f and Q. In our case, we used a 3 mm wide nano-
composite sample (ϵr = 6.93 ± 0.18, tanδ = ϵi/ϵr = 0.120 ± 0.006), which was characterized following a 
procedure presented in prior work18. We used a translation stage to move the sample to occupy a series 
of known insertions or fractions of the cavity’s width. The complex transmission parameter (S21) was 
measured with a network analyzer as a function of frequency (inset, Fig.  2b). Next, we fit the S21 to a 
damped harmonic oscillator model18. From this fit (black lines in inset, Fig.  2b), we obtained the Δ f 
(x-axis, Fig. 2a) and Q (x-axis, Fig. 2b) as a function of insertion. We repeated the experiment with the 
high-throughput measurement circuit in place of the network analyzer, generating a mapping function 
from V1F to Δ f (black line, Fig.  2a) and V2F to Q (black line, Fig.  2b). For a 6.4 mm wide and 50 μ m 
thick sample that extended through the center of the cavity, this corresponded to a measurement range of 
approximately (2 to 50) for the dielectric constant, and approximately (0.02 to 2) S/m for the conductiv-
ity. In addition, the contribution of the belt can be corrected for by following the methodology outlines 
in our previous reports18. Once calibrated (Fig. 3), the PAM can measure any unknown sample within 
the measurement sensitivity and limits of the apparatus.
Figure 2. The mapping functions from voltages to frequency and unloaded quality factor. 2 (a) The 
1F proportional-integrator-derivative (PID) signal (V1F) versus the resonant frequency. (b) The 2F PID 
signal (V2F) versus the unloaded quality factor for the same samples in (a). (b) Inset, the magnitude of the 
transmission of the control sample at variable insertion (green lines) with the harmonic oscillator model 
(black lines) used to extract the natural frequency and unloaded quality factor. The uncertainties in (a,b) 
were approximately the size of the data circle.
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Control measurements on dielectrics. To test the PAM at manufacturing-like speeds, we made a 
control sample from a staircase consisting of one to six levels of 6.4 mm wide by 50 μ m thick polyimide 
strips (Fig.  3). The Δ f (top, Fig.  3a) and Q (bottom, Fig.  3a) of the empty cavity, polyimide belt, and 
staircase were measured at the maximum speed of the model conveyer belt (18 cm/s) and at 10 GHz. The 
length of each step was nominally 6 cm. We then averaged V1F and V2F over the regions within each step. 
For each step, we then computed the relative frequency shift ( = ∆ ⋅ −y f fr c
1), sample damping ratio 
ζ ζ( = − )yi cs c , and the effective volume fraction ( = ′ ⋅
−x V Vs c
1) where the ′Vs  was corrected for the 
TE07 mode shape18 (Methods). The volume of the sample ( ′)Vs  was given as ⋅ ′ ⋅ ′ w t , where  is the 
depth of the cavity (10.16 mm). The parameters w′ and t′ are mode-shape corrected width and thickness 
of the sample18. Next, we computed the complex permittivity (Fig.  3b) using the slope technique 
(Methods)18, obtaining a dielectric constant of ϵr = (2.980 ± 0.027) with a loss tangent of 
tanδ = (0.020 ± 0.001) that is in agreement with prior reports24. Once we obtained the dielectric constant, 
we inverted the analytical expression for yr, assumed the reported dielectric constant, and solved for 
thickness of the sample, as ≈ ( ⋅ )/( ⋅ ⋅ ′ ⋅ ( − ))t V y w2 1c r r , shown in Fig. 3c
24. Thus, we demon-
strated that the Δ f and Q (data not shown) can be related to the sample geometry if the dielectric prop-
erties are known.
Verification on conducting thin films. After verifying that the PAM can resolve sample geome-
try changes at industrially relevant processing speeds (more than 0.5 km/h), we tested the PAM’s per-
formance on conducting materials with two DWNT thin films on 120 μ m thick PET substrates. We 
made the films with a scalable draw-down Meyer rod coating technique (Fig.  4a) that is amenable to 
roll-to-roll processing23,25. In this approach, the grooved spacing (Methods) on the rod controlled the 
optical transmittance and sheet resistance. We fabricated two DWNT films with nominal transmittance 
of 80% and 70% at a wavelength of 550 nm (circles, Fig. 4b). We then confirmed that the nanostructure 
of the DWNT coatings were uniform and consistent with previous reports by atomic force microscopy 
Figure 3. Film thickness and spatial resolution at 18 cm/s of a polyimide sample with a known 
dielectric constant and conductivity. (a) The frequency shift relative to the empty cavity (top) and quality 
factor (bottom) for the empty cavity (black line), polyimide belt (orange), and polyimide staircase (blue) 
performed at 10 GHz with a belt speed of 18 cm/s. (b) The relative frequency shift (yr) on the top, and the 
sample damping ratio (yi) on the bottom versus effective sample volume (x)18. The slopes of the solid black 
lines are related to the complex permittivity (Methods). (c) The sample thickness versus position, using the 
frequency shift (top, a) and computed dielectric constant (top, b). The thicknesses calculated in (c) agreed 
with measurements made with a caliper. The uncertainty (black) was determined by error propagation of the 
measured sample dimensions and voltage signal.
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(AFM, Methods)23. From the AFM images of the topography, we found that both the 80% and 70% 
transmittance DWNT samples had good uniform coverage.
Finally, we measured both DWNT thin film samples with a direct current (DC) four-point probe 
(circles, Fig. 5) along the length of the sample to verify our measurement26. To measure the samples by 
the PAM, we cut them into (0.50 ±  0.01) mm wide strips that were approximately 15 cm and 12 cm long 
for the 80% and 70% films, respectively. We measured the strips by PAM at a speed of 18 cm/s and at 
frequency of 10 GHz (lines, Fig. 5). We then calculated the sheet resistance as   pi≈ ( ⋅ ⋅ ) ⋅− −R f t2s i o
1 1, 
where ϵo is the permittivity of free space, f is the resonance frequency, and t is the total thickness of the 
sample18. Note that for this film and substrate,   pi⋅ ⋅ f2i o  is approximately the conductivity of the 
sample, because the contribution of the substrate to the microwave power absorption was negligible. For 
this cavity and a sample with a similar size to the DWNT thin film samples, the range of measureable 
sheet resistances (Fig. 3b) is approximately (5 to 700) kΩ /■. This explains the larger difference between 
the PAM and the DC sheet resistance measurement for the 70% film (Fig.  5), which is near the 
lower-bound limit of detection for this setup. To measure lower sheet resistances, one could optimize the 
detector (Fig. 1a) or implement an alternative detection scheme to tune the measurement sensitivity. We 
found that the difference between the sheet resistance of the CNT films measured by the PAM and the 
DC four-point probe technique was less than twice the uncertainty of the PAM measurement.
Figure 4. Fabrication of two transparent double-wall carbon nanotube (DWNT) thin films produced 
by a scalable draw-down Meyer rod coating technique on 120 μm thick polyethylene terephthalate 
(PET) substrates. (a) Photograph of the scalable draw-down rod coating technique. (b) Transmittance as a 
function of position along the sample for the transparent DWNT thin films with nominally 80% and 70% 
transmittance at a wavelength of 550 nm. The uncertainty in the transmittance was approximately the size of 
the data circle. (c) Atomic force microscopy images of the DWNT thin films on the PET substrate.
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Conclusions
In this paper, we demonstrated a real-time method for measuring the dielectric constant and conduc-
tivity at microwave frequencies for samples moving at high speed. We showed that our approach is 
amenable for manufacturing by demonstrating the technique on a model conveyer belt. We performed a 
series of control measurements on a polyimide film24 with varying thickness, which illustrated the abil-
ity to extract the sample geometry. We also applied this measurement technique to industrially relevant 
carbon nanotube thin films on a polyethylene terephthalate substrate23,27. Future work will investigate 
heterodyne detection, in-phase and quadrature mixing, and other approaches to improve sensitivity and 
decrease measurement time. This method is easily extended to liquids28 and gases by integrating a cap-
illary in lieu of a belt. To accommodate wider samples or webs, ongoing work includes Fabry-Perot and 
dielectric resonators, eliminating the need for the sample to pass through the cavity. Summarizing, we 
have devised a real-time, quantitative, nondestructive method for dielectric constant and conductivity 
monitoring of materials in roll-to-roll processing without disrupting production.
Methods
Cavity Perturbation. Recently, it was shown that the cavity perturbation equation29,30 for a sample in 
an electric field maximum of a cross-coupled cavity could be rewritten as,
= ( − ) ⋅ + . ( )y x b1 2 1s
In (1)18, the perturbation (
y) on the resonance in the cavity is complex. The real part of the perturbation 
(relative frequency shift) can be approximated as the difference between the resonance frequency of the 
cavity (ωc) and the resonance frequency of the cavity with the sample (ωcs) divided by the resonance 
frequency of the cavity. The imaginary part of the perturbation (sample damping ratio) can be approxi-
mated as the difference between the damping ratio of the cavity (ζc) and the damping ratio of the cavity 
with the sample (ζcs). After making these approximations, we can express the perturbation as,
ω ω
ω
ω ω
ω
ζ ζ≡
−
≈
−
− ( − )
( )

 

y i
2
c cs
c
c cs
c
c cs
where the damping ratio is related to the quality factor by ζ = ( )−Q2 1. Nonuniform fringing fields con-
tribute to (1) as a small complex intercept (b). This occurs when a sample does not completely fill the 
cavity cross-section and when a cavity has a slot in the sidewalls to insert the sample (Fig. 1a). Finally, 
Figure 5. Sheet resistance of two transparent double-wall carbon nanotube (DWNT) thin films 
produced by a scalable draw-down Meyer rod coating technique on 120 μm thick polyethylene 
terephthalate (PET) substrates, demonstrating the applicability of the permittivity analysis meter on 
conducting materials. Data points (circles) are the direct current (DC) sheet resistance measured by four-
point probe along the length of the sample. The solid lines are sheet resistance at 10 GHz for a belt speed 
of 18 cm/s. Uncertainties were computed by error propagation based on uncertainties in the dimensions 
and voltage signal. The uncertainty in the DC data was approximately the size of the data circle. For the 
permittivity analysis meter (PAM) data, the shaded region represents the uncertainty.
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the effectively volume fraction (x) is the ratio of the effective volume of the sample ( ′Vs ) to the volume 
of the cavity (V c),
∫
∫
≡ =
′
.
( )
x
E dV
E dV
V
V 3
V c
V c
s
c
2
2
s
c
The mode shape in the cavity modifies the effective volume of the sample ( ′ = ⋅ ′ ⋅ ′V w ts ), where  
is the length of the sample, w′ is the effective width of the sample, and t′ is the effective thickness of the 
sample18,31.
Previously, we made several important observations from (1)18. Among them, the perturbation is linearly 
proportional to the effective volume fraction, leading to the slope technique. Following the slope technique, 
a linear regression of the perturbation versus the effective volume fraction (Fig. 3b) yields two slopes that 
can be related the complex permittivity by (1). Thus, the perturbation (
y) sets the measurement limits, rather 
than the sample’s complex permittivity or size alone. A detailed uncertainty budget is provided elsewhere18; 
it has been established that the dominant source of uncertainty in this technique is the sample dimensions.
Feedback Circuit. The first feedback loop tracked the cavity resonance frequency by nulling the mod-
ulation of the cavity output power at the modulation frequency, as shown previously15. This loop included 
a lock-in amplifier (1F lock-in) referenced to the modulation frequency of the VCO. The in-phase output 
of the 1F lock-in was used as the error input to a PID loop (1F PID), and the analog output of the 1F 
PID (V1F ) was routed through the low frequency arm of a Bias T connected to the VCO. The second 
feedback loop locked the frequency modulation amplitude to a fraction of the cavity bandwidth by main-
taining a constant power modulation amplitude at the second harmonic of the modulation frequency. 
This loop included a lock-in amplifier (2F lock-in) referenced to the second harmonic of the modulation 
frequency of the VCO. The quadrature output of the 2F lock-in was used as an input to a PID loop (2F 
PID) with a constant set-point. The output of the 2F PID loop (V2F) was used to control the amplitude 
of the 100 kHz modulation signal, which was then sent through the high-frequency arm of the Bias 
T to the VCO. Finally, the PID loop outputs V1F and V2F were measured at 1 ms intervals with a data 
acquisition board (DAQ).
Carbon Nanotube Inks. We used stock 0.1% by mass fraction DWNTs that were purchased from a 
commercial vendor. We dispersed and stabilized the DWNTs in water using 1% by volume a non-ionic 
commercial surfactant. We homogenized the dispersion by tip sonication for one hour at 22 W (acoustic 
power). Then, we added the commercial buffer to the aqueous dispersion to reach 3% by mass fraction 
of DWNTs, which was stirred for 15 minutes.
Coating Method and Characterization. The rod coating apparatus is a commercial automated 
draw-down machine, consisting of a glass drawdown pad and several stainless steel coating rods with 
wires of different diameter wound around them (Meyer rods #3, 6, and 9)32. We made the films by dis-
pensing ~1 mL of the CNT ink on a 120 μ m thick PET substrate, previously cleaned with isopropanol. 
Next, we spread the CNT ink onto the substrate by the rod translating over the substrate at 3 cm/s. We 
dried the CNT film in an oven at 90 °C for 30 min, after which we rinsed the films in a water/ethanol 
bath (1:1 by volume) for about 30 min. We then oven-dried the CNT films again at 90 °C for 30 min. 
We measured the Rs with a DC four-point probe and the transmittance with a UV-VIS spectrometer at 
a wavelength of 550 nm.
Atomic Force Microscopy. Atomic force microscopy (AFM) and the cantilever were purchased from 
commercial vendors. Images were acquired using tapping mode in ambient conditions. The cantilever 
had a spring constant of approximately 30 N/m and a resonant frequency of approximately 300 kHz. The 
free oscillation amplitude of the tip was approximately 100 nm, and the imaging set-point ratio was 90%. 
The linear tip speed during scanning was approximately 25 μ m/s.
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